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Preface 
 
First of all we want to thank you for putting your trust in us by selecting one of our products. 
 
The Vermeiren beds are the result of many years of research and experience. During the 
development, special attention was given to the ease of use and the serviceability of the 
bed. 
 
The expected lifetime for your bed is strongly influenced by the care and maintenance of the 
bed. 
 
This manual will help you get acquainted with the operation of your bed. 
 
Following the user instructions and the maintenance instructions are an essential part of the 
warranty. 
 
This manual reflects the latest product developments. Vermeiren has the right to introduce 
changes without the obligation to adapt or replace previously delivered models. 
 
For any further questions, please consult your specialist dealer. 
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1 Productdescription 

1.1 Intended Use 
With the Interval model, you have acquired a nursing bed that was developed entirely for 
your comfort. This nursing bed offers a number of individual adjustment possibilities which 
are explained below.  

The nursing bed is designed for a single adult patient (from 12 years, up to maximum user 
weight (see table 1)) 

The bed shall be used with a suitable mattress (min. RG 35, 120 mm (4.7 in) thick , max. 20 
kg (44 lb.)) 

 

The modular construction of the bed allows full use by disabled persons, elderly people or 
during revalidation in home environment. 

 

When providing for individual requirements: 

• body size and weight (max. 150kg (330.69 lb.) for Interval 90 cm, max. 240 kg (529.1 
lb.) for Interval 120 cm, max 240 kg (529.1 lb.) for Interval 140 cm) 

• physical and psychological condition 
• residential circumstances 
• environment 

should be taken into consideration. 

 

The bed is suited for application environment 4 of ISO 60601-2-52: "care provided in a 
domestic area where ME equipment is used to alleviate or compensate for an injury, 
disability or disease". 

Your bed should only be used on surfaces where all four wheels are touching the ground. 

The bed should not be used as a ladder, nor is it a transport for heavy or hot objects. 

When used on mats, carpeted floors or loose floor coverings, the floor covering can get 
damaged and it is difficult to push over such surfaces (without patient). 

Use only Vermeiren approved accessories. It is not permitted to combine the bed with other 
products or equipment or other electrically driven appliances. 

The manufacturer is not liable for damage caused by the lack of or improper service or as a 
result of not following instructions from this manual. 

Compliance with the user and maintenance instructions are an essential part of the 
guarantee conditions. 
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1.2 Technical specifications 
(Given in fully assembled condition) 
Make Vermeiren  

Address  Vermeirenplein 1/15, B -2920 Kalmthout  

Type Bed 

Model  Interval, Interval 120 c m, Interval 140 cm  

Description Interval 90 cm 

Interval XXL 

Interval 120 cm Interval 140 cm 

Maximum occupant mass  Nominal load 150 kg  
(330.7 lb.) 

Nominal load 240 kg 
(529.1 lb.) 

Nominal load 240  kg 
(529.1 lb.) 

Length 2080 mm (81.89 in) 

Width 1030 mm (40.55 in) 1330 mm (52.36 in) 1530 mm (60.24 in) 

Height adjustment of the bed 
surface 

Continuously from 370 to 805 mm (without mattress) 

Total mass (excl. side rails, 
lifting pole and triangle) 

106 kg (233.7 lb.) 124 kg (273.4 lb.) 139 kg (306.4 lb.) 

Adjustment of the back section 70.5° 

Max. thigh angle 28.5° 

Max. angle for lower leg -20.5° 

Max. safe working load * 185 kg (407.9 lb.) 275 kg (606.3 lb.) 275 kg (606.3 lb.) 

Lifting pole Nominal load 80 kg (176.4 lb.) 

Mattress Min. RG 35, thickness 
120 mm, 2000 x 900 

mm, max. 20 kg 
(thickness 4.7 in, 78.7 x 

35.4 in, max. 44 lb.) 

Min. RG 35, thickness 
120 mm, 2000 x 1200 

mm, max. 20 kg 
(thickness 4.7 in, 78.7 x 

47.2 in, max. 44 lb.) 

Min. RG 35, thickness 
120 mm, 2000 x 1400 

mm, max. 20 kg 
(thickness 4.7 in, 78.7 x 

55.1 in, max. 44 lb.) 

Under clearance for patient lift 145 mm (5.7 in) 

Steering casters (4 pieces) Ø 125 mm (4.9 in), can be locked 

Front part of motor LA31.28-300-24-001, Linak 

Back section motor LA31.2JB-100-24-301, Linak 

Leg section motor LA31.2J-100-24-301, Linak 

Manual operation HLW072-002, Linak 
(Interval type 1040) 
HLW073-005, Linak  
(Interval type 1042) 

HLW073-005, Linak  
(Interval type 1042) 

HLW073-005, Linak  
(Interval type 1042) 

Transformer CB 09SO-3T-24, Linak 

Nominal voltage, transformer U input: 230 V∼, ± 10%, 50 Hz, current: max. 1.5 A, output voltage: 24V  , 
max. 70 VA 

Period switched on 10%, max. 6 min/hour 

Noise level < 65 dB(A) 

Class / Kind of protection Protection class II, application part Type B  /  IPX4 (spray protection) 

Storage and use temperature + 5 °C (+41 °F) + 41 °C  (+106 °F) 

Storage and use humidity 30% 70% 

We reserve the right to introduce technical changes . Measurement tolerance  ± 15 mm / 1,5 kg / ° ( 0.59 in.  / 3,3 lb.  / 1,5°) 
 

* Max. safe working load = mass user weight + mass mattress + mass other accessories  
 

Table 1: Technical specifications 
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The bed complies to the requirements set up in: 

EN 1970:   Adjustable beds for disabled persons: Requirements and test methods  

EN 1970+ A1:   Adjustable beds for disabled persons: Requirements and test methods 

EN 60601-2-38/A1:  Medical electrical equipment - Part 2-38: Particular requirements for the  
   safety of electrically operated hospital beds  

1.3 Components 
 
 
 
 
 
 
 
 
 
  
 

 

 

 

 

 

 

1.4 Explanation of symbols 
 
Maximum mass 
 
CE conformity 
 

L Safety instructions 
 

Observe the instructions for use 

 The correct procedure or method of use 
 

 Incorrect procedure or method of use 
 
 Protection class II 
 
 Type B application 

1.5 

 

 F  

� 

���� 

1   = Lifting pole 
2   = Triangle 
3   = Mattress retainer 
4   = Side rail 
5   = Upper leg section 
6   = Lower leg section 
7   = Foot board 
8   = Under carriage 
        frame 
9   = Caster 
10 = Wheel lock 
11 = Head board 
12 = Control pendant 
13 = Side structure 
14 = Back section 
15 = Seat section 
16 = Assembly button 

Type designation 
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Accessories 
LLLL    WARNING: Precautions shall be taken if accessories not liste d below are used. 

• Third bedside wood 

1.6 For your safety 
l Carefully read the instruction manual before using the nursing bed. 
l Place and use your nursing bed only on straight and level surfaces and ensure that 

all four steering castors stand securely on the floor. 
l When the bed is placed in position, make sure that no obstacles are present inside 

the entire adjustment range. 
L If the patient is not supervised, the bed must be adjusted beforehand to the lowest 

position to reduce the danger of injury by falling when getting into, getting out of, or 
lying on the bed. 

L If the patient is not under supervision, the side-rail on both sides should be raised to 
the highest position. The railings may only be lowered on one or both sides when a 
supervisor is present. 

L Watch your hands when assembling, disassembling or using the bed -- danger of 
 squeezing! 
L When transporting the bed, grasp it only by solid frame parts and wooden parts. 
L All four steering castors must always be locked before using the nursing bed.  
L Medical-electrical treatments are forbidden inside the nursing bed! 
L Do not lean against or on the side railings -- Risk of accidents! 
L Avoid leaning out sideways with the upper body -- Risk of accidents! 
L Do not rest your legs on other objects -- Risk of accidents! 
L When adjusting hinges, joints or other clamps, make sure that no body parts or 

objects are present -- Risk of squeezing! 
L Do not place your hands between the frame and the mattress when adjusting leg or 

back rests -- Risk of squeezing! 
L Use only power sockets conforming to VDE (220 V / 230 V, 50 Hz) for plugging in. 
L Plugs must only be pulled out by grasping the plug itself; never pull on the lead. 
L Lock manual operation with the lock function on the manual control each time after 
 use. 
L The nursing bed must only be used in dry rooms. 
L Only use mattresses which comply to the prescriptions of the bed manufacturer. 
L If the lifting pole is damaged, it should be replaced. 
L The side railings must be fitted even if the relevant side is situated against the wall. 
L Do not undertake repairs on your own -- risk of accidents! 
L Do not open any housings of the driving system -- risk of accidents! 
L Transportation of the bed shall be only without the patient. 
L Make sure that all power leads are laid without kinks, shearing or other mechanical 
 damages.  
L All cables should be laid without making contact to the floor and without kinks. 
L No additional mechanical or electric appliances may be used or fitted. 
L Servicing, inspection, repairs and disinfection should only be undertaken by 

authorized, trained persons. 
L Use only genuine replacement parts of the manufacturer for your nursing bed. 
L Do not exceed the maximum load as stated by the manufacturer. 
L The use of open flames like candles or glowing objects like cigarettes is forbidden 

inside the nursing bed. 
L Replace the side railings if they are bent or broken, otherwise there is a risk of the 

patient falling out of the bed. 
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L Use of your bed could influence other electrical devices (noises). Avoid using such 
devices at the same time. 

L Obey all safety and operational instructions. 
L Electrically operated bed is placed with a distance to the power supply plug. 
L The medical bed shall only be used with a hoist that can positioned under the limited 
 space of the medical bed. 

2 Use 
This chapter describes the everyday use. These instructions are for the user and the 
specialist dealer.  

The bed is delivered fully assembled by your specialist dealer. The instructions intended for 
the specialist dealer on how to set up the bed are given in § 3. 

LLLL    WARNING: Risk of electrical shock - Ensure that no cables be come squeezed.  
LLLL    WARNING: The medical bed shall only be used with a hoist tha t can be 
 positioned under the limited space of the bed.  

2.1 Control pendant with lock function 
The height of the bed surface, the angle of the backrest and the knee-bending angle can be 
adjusted with the control pendant. Lock and mount the control pendant on the side rail after 
use. 

The following adjustments can be affected: 

 

 

 

 

 

 

 

 

 

1) Type 1040 
 

 
 
2) Type 1042 
 

 

     UP      DOWN 

Backrest 
 
 
 

Lying surface 
 
 
 

Knee-bending 

     UP       DOWN 

Backrest 
 
 
 

Lying surface 
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2.2 Operating the steering casters 
LLLL    WARNING: Good operation of the steering casters is influence d by wear and 
 contamination of the tires (water, oil, …) – Check  the condition of the tires 
 before each use.  
LLLL    WARNING: The steering casters can wear – Check the operation  of the steering 
 casters before each use.  
LLLL    WARNING: Danger of accidents  - All steering casters should always be braked. If 
 only one caster is braked, the bed can still move.  
 
All steering wheels can be locked to prevent involuntary movements. 

• Securing (A) 
Push the surface of the tilting lever downwards by foot until it brakes the wheel. 

• Releasing (B) 
Push the surface of the tilting lever forwards by foot until the wheel is released. 

 
 
 
 
 
 
 

     

2.3 Strain relief 
LLLL    WARNING: Do not remove the relief unit.  
LLLL    WARNING: Nothing must be fitted to or hung on the relief uni t. 
LLLL    WARNING: The power cable must be carefully positioned withou t kinks, without 
 pulling, and without touching the floor. 
 
For your safety the power cable is fitted with a relief device that prevents the power plug 
from being pulled away from the transformer, this may break the cable or reduce the 
effectiveness of the spray water protection of the system. 

 

        A 

 

      B 

The manual control has a lock function. 
It allows for one of more functions to be disabled or 
released. 
 
Precautionary measures: 
• To switch from lock and release positions, a small 
button between both manual control buttons needs to 
be turned with help of a key. 
The key shall only be available to nursing personnel. 
 

Locked 

            Unlocked  
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At the same time it avoids involuntary driving over the power cable if it should lie beneath the 
bed. This relief unit is mounted ready for use. 

 

 

 

 

 

 

 

 

 

 

 

2.4 Power cable 
To ensure that your power cable stays properly functional and in a technically secure 
condition even after prolonged use, and in the case that you do not operate your bed 
electrically, we have provided a device where you can safely leave the rolled-up cable 
beneath the nursing bed. 
 
 
 
 
 
 
 
 
 
 
 
 

 

Fig. 8a   

 

1 = Safety unit 
 
2 = Power cable 

To ensure that your power cable 
remains in a functional and safe 
condition even after prolonged 
use, we have provided a device 
where you might safely leave the 
rolled-up cable beneath the 
nursing bed when it is not being 
electrically operated. 
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2.5 Emergency lowering of the headrest 
LLLL    WARNING: Risk of injury  - Make sure that there are no objects or body parts 
 between the headrest and the frame. 
LLLL    WARNING: Risk of injury  - Emergency lowering is only permitted if at least tw o 
 persons are available.  
 
The headrest can be lowered manually (emergency lowering in the case of motor failure). 
 
Procedure:  1. Firmly grasp the head-rest to prevent it from falling. 

2. A second person can release the suspension pin by folding the  
  securing batch and pulling the pin from the motor suspension. 

3. Lower the head-rest gently. 
 
 
 
 
 
 
 
 
 
 
 
 
 

2.6 Side railings 
The side railings can be lowered on one side. 

• Lowering 
LLLL    WARNING: Risk of injury  - Secure the side railings against falling 
 involuntarily.  
LLLL    WARNING: Risk of injury  - No objects or body parts may extend 
 above the lying surface!  
LLLL    WARNING: Risk of injury  - Do not lower any of the side railings on one 
 side if  the patient is not supervised.  

1. Raise the upper side slat gently.  
2. Press the knob � on the side of the headrest or foot-end. 
3. Lower the side rail gently. (Always take hold of the upper wooden slat only !) 

 

 
 
 

 

 

 

 
 
 
 
 

 

3 

4 
1 

2 
1 = Suspension pin 
2 = Motor attachment 
3 = Headrest frames 
4 = Headrest motor 

 

1 = Upper side railing 
2 = Arresting knob 
3 = Lower slowly 
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Make sure that the bed's functions are not impaired when raising or lowering the side-rails, 
for example when using wedges to ensure the patient's safety. 
 
 
 
 
 
 
 
 

2.7 Lifting pole 
The lifting pole can be mounted on either side of the headrest. 

 

 

 

 

 

 

 

 

 
• Insert the boom (1) as far as it will go into the relevant socket (2). 
• Let the arresting bolts (3) slide into the groove (4). 
• Pull the metal loop over the end of the upper frame (5) until the bolts engage one of 

the three socket holes (6). 
• Also pull strap (7) into the metal loop and through the triangle (8); then fix its length. 

Secure the strap. 

2.8 Transfer in and out the bed 
LLLL    CAUTION: Risk of falling  - In case you can't perform the transfer in a safe 
 manner, ask someone to assist you.  
1. Position you as close as possible to the bed. 
2. Check the brakes from the bed are in the on position. 
3. Remove or fold down the side railings of the bed. 
4. Transfer to/from the bed. 

2.9 Transport 
LLLL    WARNING: Risk of injury – Make sure that the bed is attached  properly in the car 
 or truck.  
LLLL    WARNING: Risk of injury – Transportation of the bed shall be  only without the 
 patient. 
To avoid damage when transported, the lifting pole should be detached. Unplug the power 
cable  and check that no cables hang near the floor. 

 

1 = Lifting pole 
2 = Boom socket 
3 = Locking bolts 
4 = Insert nut 
5 = Upper frame boom 
6 = Socket holes 
7 = Strap 
8 = Triangle 
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2.10 Cable placement 
 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

3 Installation and adjustment 
The instructions in this chapter are for the specia list dealer. 

To find a service facility or specialist dealer near you, contact the nearest Vermeiren facility. 
A list of Vermeiren facilities can be found on the last page. 
LLLL    WARNING: Risk of unsafe settings - Use only the settings des cribed in this 
 manual.  

3.1 Tools 
To set up the bed the following tools are needed. 

• Allen key 
• Screwdriver 

1   = Head slatted frame 
2   = Feet slatted frame 
3   = Lifting pole sockets 
4   = Power supply 
5   = Strain relief 
6   = Transformer 
7   = Control pendant 
8   = Headrest motor 
9   = Undercarriage motor 
10 = Motor foot part (not for 
        Interval type 1040 
        978E) 

 
 
 
Do not squash or pinch 
cables. 
 

8 

9 

10 

7 

4 

5 6 

1 

2 

3 3 
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3.2 Manner of delivery 
The Vermeiren Interval shall be delivered with: 

1) Interval type 1040 90 cm 
• Undercarriage with hinged system  (972) Approx. 30 kg (66.1 lb.) 
• Slatted frame, foot-end  (978E) Approx. 25 kg (55.1 lb.) 
• Slatted frame, headrest incl. transformer and motor  (978E) Approx. 25 kg (55.1 lb.) 
• Wooden blind (head and foot-end) (965) Approx. 26 kg (57.3 lb.) 
• Side railings (2 x 2 wooden slats) (969) Approx. 11 kg (24.3 lb.) 
• Lifting pole + triangular grip (968) Approx. 7 kg (15.4 lb.) 
• Manual operation (with 978E)     
• Allen key (for assembly) (with 965)  
• Instruction Manual 

2) Interval type 1042 90cm 
• Undercarriage with hinged system  (972) Approx. 30 kg (66.1 lb.) 
• Slatted frame, foot-end incl. motor (977E) Approx. 28 kg (61.7 lb.) 
• Slatted frame, headrest incl. transformer and motor  (977E) Approx. 25 kg (55.1 lb.) 
• Wooden blind (head and foot-end) (965) Approx. 26 kg (57.3 lb.) 
• Side railings (2 x 2 wooden slats) (969) Approx. 11 kg (24.3 lb.) 
• Lifting pole + triangular grip (968) Approx. 7 kg (15.4 lb.) 
• Manual operation (with 977E)     
• Allen key (for assembly) (with 965)  
• Instruction Manual 

3) Interval type 1042 120 cm 
• Undercarriage with hinged system  (972) Approx. 35 kg (77.2 lb.) 
• Slatted frame, foot-end incl. motor (977E) Approx. 33 kg (72.8 lb.) 
• Slatted frame, headrest incl. transformer and motor  (977E) Approx. 30 kg (66.1 lb.) 
• Wooden blind (head and foot-end) (965) Approx. 26 kg (57.3 lb.) 
• Side railings (2 x 2 wooden slats) (969) Approx. 11 kg (24.3 lb.) 
• Lifting pole + triangular grip (968) Approx. 7 kg (15.4 lb.) 
• Manual operation (with 977E)     
• Allen key (for assembly) (with 965)  
• Instruction Manual 

4) Interval type 1042 140 cm 
• Undercarriage with hinged system  (972) Approx. 40 kg (88.2 lb.) 
• Slatted frame, foot-end incl. motor (977E) Approx. 38 kg (83.8 lb.) 
• Slatted frame, headrest incl. transformer and motor  (977E) Approx. 35 kg (77.2 lb.) 
• Wooden blind (head and foot-end) (965) Approx. 26 kg (57.3 lb.) 
• Side railings (2 x 2 wooden slats) (969) Approx. 11 kg (24.3 lb.) 
• Lifting pole + triangular grip (968) Approx. 7 kg (15.4 lb.) 
• Manual operation (with 977E)     
• Allen key (for assembly) (with 965)  
• Instruction Manual 

 
The nursing bed may only be used with the parts listed here. If parts are omitted or if foreign 
furnishings, components or electrical systems are included, then this bed is not regarded as 
a nursing bed supplied by the manufacturer, and you use it at your own risk. Then the CE 
conformity and the warranty of the manufacturer do not apply. 
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3.3 Assembly 
LLLL    CAUTION: Chance of pinching - Do not place fingers between t he components of 
 the bed.  
LLLL    CAUTION: Risk of clamping - Keep fingers away from moving pa rts of the bed.  
 
You should obey the assembly instructions of your nursing bed as explained below.  

3.3.1 Undercarriage 
 

 
 

 

 

 

 

 

 

 

 

 

 

1.  Position the frame with the steering castors on a smooth, level surface and lock the 
castors by treading on the arresting levers. 

2.  Insert the hinged unit in such a way that the arresting bolts engage properly. 
 

Protect the electric lead to the motor against damage by squashing. 

3.3.2 Slatted Frame   
 

 

 

 

 

 

 

 

 

 

 

 

1. Headrest (with transformer) should be placed in the black receptacles of the hinged 
structure. The locking bolts of the slatted frame are for security. 

2. Pull the foot-end with its rails from the rear over the rollers of the hinged unit. 
3. Push the coupling tubes into each other and secure them on both sides with the 

fixing screws. 
4. Lay the slats on the guides and gently press them in to position. 

 
Protect the electric lead to the motor against damage by squashing. 

 

 

 

1 = Headrest with transformer 

2 = Receptacles of the hinged unit 

3 = Locking bolts 

 



 Interval, Interval 120cm, Interval 140cm 
 2013-06 

 

Page 15 

3.3.3 Head part / foot-end 
 

 

 

 

 

 

 

 

 
1. Fit the supports for the headrest and the foot-end by means of the screws and 

washers provided (preparatory assembly). 
2. Insert the wooden uprights in the end tubes of the slatted frame and secure them 

with the fixing screws. 
3. Push the guide rails for the side railings with the sharp edge pointing upwards into 

the guide rails of the head and foot sections until fully engaged. 

3.3.4 Wooden side railings 

A. Insert the short bolt rails (1) on the right and left in the upper wooden slat. Insert the 
 long bolt rails (2) right and left in the lower wooden slat.  

 

 Insert the long bolt rails (2) in the wooden slat in the sliding rail for the head and  
 foot section one by one and secure them by inserting the rails until the upper end is  
 inserted and clicks. On one side release this rail again until the tip by pressing the 
 position locking button (5) and pulling the upper wooden slat gently upwards. 
 

 Let the bolt rails (2) fall from the sliding rail once more until the tip of the rail is just 
 barely in the guide. The short bolt rail (1) can now be inserted together with the 
 wooden slat between  the walls of the long bolt rails and the entire bolt rail system (1) 
 + (2) can be placed in the relevant sliding rail (4) by pulling upwards when grasping 
 only the upper wooden slat and then locking the structure in position. 
 

B.  Insert the locknuts (6) and tighten them manually. 

1 = Short bolt rails 
2 = Long bolt rails 
3 = Wood slats (2 pieces each side) 
4 = Sliding rail 
5 = Position locking button 
6 = Locknut 

 

1 = Support for headrest / foot-end 
2 = Fixing screws 
3 = Sliding rail 
4 = Guiding rail for side railings 
5 = Arresting knob 
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3.3.5 Transformer connections 
LLLL    CAUTION: Risk of injury - Do not touch the plug with wet han ds. 
LLLL    CAUTION: Risk of injury - Do not place any objects on the co nnection and the 
 lead, and protect these against mechanical loads.  

1. A 220 V / 230 V, 50 Hz power socket conforming to the VDE specifications is required 
2. The diagram for the transformer connections is given in the figure below: 
 

Take hold of the plug only to remove it from the power socket.  
The power lead must be laid without any loops or kinks and should not pass around sharp 
edges.  
The power cable leading to the control pendant must be protected against squeezing. 

 

 

 

 

 

 

 

4 Maintenance 
For the maintenance manual of the beds refer to the Vermeiren website: 
www.vermeiren.be. 
 

 

 
 

To be connected in the sequence indicated. 
1 = Undercarriage motor 
2 = Headrest motor 
3 = Knee-bending motor (if necessary) 
 
A = Manual control 
B = Power distribution 

  
Power socket 220V/230V, 50 Hz 
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SERVICE 
 

The bed was serviced: 
 
 

  

Dealer´s stamp: 

 
 
 
 
 
 
Date: 

 Dealer´s stamp: 

 
 
 
 
 
 
Date: 

   
 

Dealer´s stamp: 

 
 
 
 
 
 
Date: 

 Dealer´s stamp: 

 
 
 
 
 
 
Date: 
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Date: 
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Date: 

   
 

Dealer´s stamp: 

 
 
 
 
 
 
Date: 

 Dealer´s stamp: 

 
 
 
 
 
 
Date: 

   
 

Dealer´s stamp: 

 
 
 
 
 
 
Date: 

 Dealer´s stamp: 

 
 
 
 
 
 
Date: 

 
 
 

• For service checklists an additional technical information, please see our specialist dealers nearest to you. 
More information on our website at: www.vermeiren.com. 
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Belgium 

 

Germany 
   

N.V. Vermeiren N.V. 
 

Vermeiren Deutschland GmbH 
   

Vermeirenplein 1 / 15  
B-2920 Kalmthout 
Tel: +32(0)3 620 20 20 
Fax: +32(0)3 666 48 94 
website: www.vermeiren.be 
e-mail: info@vermeiren.be  
 

 

 

Wahlerstraße 12 a 
D-40472 Düsseldorf 
Tel: +49(0)211 94 27 90 
Fax: +49(0)211 65 36 00 
website: www.vermeiren.de 
e-mail: info@vermeiren.de  

France 
 

Austria 
   

Vermeiren France S.A.  L. Vermeiren Ges. mbH 
   

Z. I., 5, Rue d´Ennevelin 
F-59710 Avelin 
Tel: +33(0)3 28 55 07 98  
Fax: +33(0)3 20 90 28 89 
website: www.vermeiren.fr 

e-mail: info@vermeiren.fr  
 
 

 Winetzhammerstraße 10 
A-4030 Linz 
Tel: +43(0)732 37 13 66 
Fax: +43(0)732 37 13 69 
website: www.vermeiren.at 
e-mail: info@vermeiren.at  

Italy  Switzerland 
   

Reatime S.R.L.  Vermeiren Suisse S.A. 
   

Viale delle Industrie 5 
I-20020 Arese MI 
Tel: +39 02 99 77 07  
Fax: +39 02 93 58 56 17 
website: www.reatime.it 
e-mail: info@reatime.it  
 
 

 Hühnerhubelstraße 59 
CH-3123 Belp  
Tel: +41(0)31 818 40 95 
Fax: +41(0)31 818 40 98 
website: www.vermeiren.ch  
e-mail: info@vermeiren.ch  
 
 

Poland  The Netherlands 
   

Vermeiren Polska Sp. z o.o  Vermeiren Nederland B.V. 
   

ul. Łączna 1  
PL-55-100 Trzebnica 
Tel: +48(0)71 387 42 00 
Fax: +48(0)71 387 05 74 
website: www.vermeiren.pl 
e-mail: info@vermeiren.pl  
 
 

 Domstraat 50 
NL-3864 PR Nijkerkerveen 
Tel: +31(0)33 2536424  
Fax: +31(0)33 2536517 
website: www.vermeiren.com 
e-mail: info@vermeiren.be  

Spain  Czech Republic 
   

Vermeiren Iberica, S.L.  Vermeiren ČR S.R.O.     
   

Trens Petits, 6. - Pol. Ind. Mas Xirgu. 
17005 Girona 
Tel: +34 902 48 72 72 
Fax: +34 972 40 50 54 
website: www.vermeiren.es 
e-mail: info@vermeiren.es 
 
 

 Sezemická 2757/2 - VGP Park      
193 00 Praha 9 - Horní Počernice 
Tel: +420 731 653 639 
Fax: +420 596 121 976 
website: www.vermeiren.cz 
e-mail: info@vermeiren.cz 

 
 
 

R
.E

.: 
N

.V
. V

er
m

ei
re

n 
N

.V
., 

V
er

m
ei

re
np

le
in

 1
/1

5 
- 

29
20

 K
al

m
th

ou
t -

 B
el

gi
um

 –
 2

01
3-

06
- 

In
st

ru
ct

io
n 

M
an

ua
l I

nt
er

va
l- 

vB
 


